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Temperature programmed desorption (TPD) is a method for obtaining information about quantities
and binding properties of adsorbed species on a surface. A microfabricated flow system for TPD
with an integrated capillary leak to a mass spectrometer is presented. The use of an integrated
capillary leak minimizes dead volumes in the system, resulting in increased sensitivity and reduced
response time. These properties make the system ideal for TPD experiments in a carrier gas. With
CO desorbing from platinum as model system, it is shown that CO desorbing in 105 Pa of argon
from as little as 0.5 cm2 of platinum foil gives a clear desorption peak. By using the microfabricated
flow system, TPD experiments can be performed in a carrier gas with a sensitivity approaching that
of TPD experiments in vacuum. © 2004 American Institute of Physics. [DOI: 10.1063/1.1791851]
I. INTRODUCTION
Microfabricated chemical reactors have been shown to
offer a new framework for chemical production and investi-
gation of chemical reactions with significant advantages over
conventional instrumentation.1 Further, miniaturization can
improve sensitivity in conditions, where small amounts of
analytes are otherwise diluted below the detection limit in
large scale systems.
Temperature programmed desorption is a widely used
surface sensing technique for obtaining information about
the amount and binding energies of adsorbed species on a
surface. TPD experiments can be performed on well-
characterized single crystal surfaces under ultra high vacuum
(UHV) conditions where the desorbing atoms or molecules
are directly detected by a mass spectrometer.2 Alternatively,
desorption into a carrier gas at high pressure is possible. In
this case, the atoms and molecules desorb into the carrier
gas, which is subsequently analyzed.3 A monolayer of mol-
ecules on a flat nonporous surface desorbing into a carrier
gas will usually be well below the detection limit, and the
method is usually used to study high surface-area materials
such as catalysts. Thus there is a gap between the two tech-
niques: The UHV-TPD is well-controlled and has high sen-
sitivity, but can only be used to measure desorption of
chemisorbed molecules. Using TPD in a carrier gas, both
adsorption and desorption can be measured as well as equi-
librium properties between adsorbed molecules and mol-
ecules in the gas, but only on porous surfaces that are diffi-
cult to characterize in detail.
In the present work, microfabrication techniques are
used to construct a gas flow microreactor with high surface-
to-volume ratio, enabling TPD measurements on nonporous
surfaces in a carrier gas. Initial measurements show that the
system is capable of detecting CO desorbing from a 0.5 cm2




CO desorption from platinum is used as test system. A
saturated platinum surface of 10 mm2 contains about 1014
molecules of CO. One mm3 gas at 105 Pa contains about 1016
molecules at T=200°C. Thus, a reactor with a volume of
1 mm3 containing platinum with a surface area of 10 mm2
will give a concentration of the desorbing molecules in the
order of 1% if there is no flow in the reactor. Normally, the
TPD measurements will be performed with a given flow of
carrier gas in the reactor and the concentrations will decrease
depending on the flow rate. Systems or reactors in the above
dimension range can be fabricated using microfabrication
techniques as seen for example in Ref. 4.
The chosen reactor layout is shown in Fig. 1. The narrow
in- and outlet channels reduce diffusion in and out of the
reactor volume at small flow rates. The reactor volume is
4 mm3, and in the bottom of the reactor volume, the plati-
num is placed as pieces of foil with total area of 50 mm2.
The interfacing to a microsystem is typically much big-
ger than the microsystem itself. The volume of the microre-
actor is much smaller than the gas volumes present in the
inlet and outlet of the interfacing. This means that any
change of the gas composition in the microreactor will be
delayed and diluted in the outlet. The results of any subse-
quent analysis of the gas will be poor, and the advantage of
using the microsystem will vanish.a)Electronic mail: quaade@fysik.dtu.dk
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Instead, the mass spectrometer has to sample the gas
directly from the chip. In Ref. 4 this is done by placing a
narrow quartz capillary leak 5 in the outlet channel on the
chip. In the present work, the capillary leak is fabricated
directly in the silicon structure. This decreases the volume on
the chip and simplifies the overall handling. Figures 1(c) and
1(d) shows the microfabricated capillary leak. The capillaries
are 2–4 mm in diameter and about 30–50 mm long and go
from the bottom of the outlet channel to the back of the chip.
Characterization of the flow properties of the microfabricated
capillaries is discussed in Ref. 6. Depending on the dimen-
sions of the capillary and the pumping speed of the vacuum
chamber, the pressure in the mass spectrometer typically
reaches 10−7–10−5 Torr when gas is leaking through the cap-
illary.
The reactors are fabricated using a combination of UV
photolithography and deep reactive ion etching. Deep reac-
tive ion etching (DRIE) is a technique with which deep and
narrow structures with vertical sidewalls can be etched in
silicon.7
The fabrication sequence is shown in Fig. 2. The starting
point is a 350 mm thick silicon substrate. First, what will
later become the substrate backside is covered with a 1.5 mm
thick layer of AZ5214 photosensitive, etch resistant polymer
(photoresist). A pattern containing the capillary leak and in-
and outlet holes is then defined in the polymer using ultra-
violet (UV) lithography, whereafter the holes are etched us-
ing DRIE. The depth of the narrow capillaries will define the
reactor bottom thickness, and the maximum achievable depth
is approximately 30–50 mm, limited by the removal rate of
the polymer mask in the DRIE process. After etching the
backside holes the polymer mask is removed in acetone. A
9.5 mm thick layer of AZ4562 photoresist is then applied to
the front side of the wafer, and a pattern containing the re-
actor structure is defined by UV lithography. The pattern is
then etched using DRIE until it reaches the capillaries at a
depth of approximately 300–320 mm.
After etching the reactor structures, a piece of platinum
foil is placed in the reactor, and the reactor is closed with a
piece of Pyrex using anodic bonding. Alternatively, a layer of
platinum can be deposited on the bottom of the reactor
through a shadow mask using electron beam evaporation.
However, using this method a possible formation of platinum
silicide at elevated temperatures should be considered.
The interfacing is shown in Fig. 3. The inlet and outlet
holes and the capillary leak are matched by channels drilled
in a block of aluminum. The aluminum block is connected
through Swagelock fittings and tubing to mass flow control-
lers and the vacuum chamber containing the mass spectrom-
eter. The reactor is heated by placing a piece of silicon on top
of the reactor and heating it resistively by passing a current
through it. The temperature is measured with a thermocouple
mounted on the bottom of the reactor, and a feed-back algo-
rithm implemented on a computer controls the heating power
and the temperature. Temperature ramps up to 20°C/s can
be obtained.
A carrier gas of 99.9999% pure argon is used. The CO
source is a mixture containing 1% 29CO in argon. The reason
for using labeled CO in the experiment is to eliminate any
risk that the measured CO signals are distorted by traces of
nitrogen in the system. Both gasses are controlled using mass
flow controllers with a range of 0.04–2 mL/min. The flow
controllers leak slightly even when set at zero flow, and the
gas flows are further controlled by a leak-free three-way
valve that can switch between CO and pure argon.
With the described setup, basically no dead volume is
FIG. 1. Reactor layout: (a) Overview of the reactor showing inlet and outlet.
The reactor chamber is 1.5 mm wide and 15 mm long. A piece of platinum
foil is placed in the channel. The thin inlet and outlet channels are 100 mm
wide. (b) Magnification of the outlet of the reactor and the leak to the mass
spectrometer. (c) Magnification of the leak to the mass spectrometer. (d)
Magnification of the capillary.
FIG. 2. Fabrication sequence for the microfabricated flow system: (1) Inlet,
outlet and capillary leak are defined in photoresist; (2) etching of the inlet,
outlet and capillary leak; (3) reactor channel is defined in photoresist; (4)
etching of the reactor channel; (5) deposition of platinum through shadow
mask (if this method is used); (6) reactor closed using anodic bonding.
FIG. 3. Schematic diagram of the interfacing to the microfabricated reactor.
3346 Rev. Sci. Instrum., Vol. 75, No. 10, October 2004 Quaade, Jensen, and Hansen
Downloaded 12 Aug 2009 to 192.38.67.112. Redistribution subject to AIP license or copyright; see http://rsi.aip.org/rsi/copyright.jsp
introduced, and the limitations in sensitivity and time reso-
lution is determined by the reactor volume, the expansion
time in vacuum, and the measurement time and sensitivity of
the mass spectrometer.
III. MEASUREMENTS
In the experiments, the surface is first saturated with CO
at room temperature by passing the CO containing gas mix-
ture through the reactor for 10 min. Second, the reactor is
flushed with argon at 2 mL/min for about 1 min until the
29CO signals measured with the mass spectrometer stabilizes
at the background level. The flow rate is then reduced and
the temperature is ramped for desorption.
Figure 4 shows the concentration of 29CO in an argon
flow of 0.04 mL/min when the temperature is ramped. At the
first temperature ramp a clear signal of 29CO is seen. As
control a second temperature ramp is applied with no detec-
tion of 29CO.
The estimated amount of CO adsorbed on the 0.5 cm2
of platinum in the reactor at a maximum coverage of 0.7
(Ref. 8) is 7 ·1014 molecules. The integrated amount of des-
orbed 29CO in Fig. 4 is 7 ·1013 molecules, which is only 10%
of the expected. There are three likely reasons for that: (1)
The platinum foil has not been cleaned in situ and the CO
coverage might be considerably lower than expected. Usu-
ally, in situ cleaning consists of repeated cycles of oxidation
in oxygen and reduction in hydrogen at temperatures above
400°C In the present setup the maximum temperature is lim-
ited to 200–300°C by the o-ring seals. However, the signals
do increase slightly with oxidation/reduction cycles at these
lower temperatures. (2) Traces of oxygen in the argon gas
might react with CO on the surface at room temperature
while the system is flushed prior to the TPD. Although a
possibility, it is unlikely, since the argon gas used is certified
oxygen free, and the signals do not seem to decrease with
flushing time. (3) In the system used, it is not possible to heat
all parts of the vacuum chamber containing the mass spec-
trometer, and certainly some of the CO will adsorb on the
stainless steel inner walls of the chamber. Most of the
vacuum chamber is heated. but a few valves and the mass
spectrometer itself cannot withstand elevated temperatures. It
is not known how much CO will absorb, but with no heating
the signals completely vanish. The effects cannot be quanti-
fied, but they can all be eliminated in an improved setup.
Figure 5 shows the 29CO desorption as function of tem-
perature. The desorption starts when the temperature begins
to rise and is constant within the noise until 525 K. Above
525 K the 29CO signal drops again. In Ref. 9 TPD measure-
ments on platinum foil in well-controlled vacuum experi-
ments is shown. Desorption is seen between 350 and 575 K
with moderate peaks at 415 and 530 K. The peaks are not
resolved within the noise in Fig. 5 and the desorption interval
is shifted downwards about 50 K. This is caused by the po-
sition of the thermocouple relative to the reactor and the
heating element (Fig. 3) that results in a lower temperature at
the thermocouple than in the reactor. This could be solved by
integrating a temperature sensor on the reactor chip during
microfabrication.
The microfabricated flow system with integrated capil-
lary leak to a mass spectrometer offers minimum dead vol-
ume and corresponding maximum sensitivity and minimum
delay in measured signals. This is a direct consequence of
the miniaturization. The system has been used for TPD, but
the specifications make it an ideal measurement system for
observation of any fast concentration transients occurring in
a gas phase experiment.
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FIG. 4. TPD experiment. The CO concentration in the gas is shown as
function of time while the temperature is ramped from room temperature to
above 575 K. The dashed curves show the temperature ramps. The tempera-
ture is not measured during cooling, but the cooling rate is similar to the
heating rate. At the first ramp no CO is desorbed. At the second ramp on CO
is left for desorption.
FIG. 5. CO desorption signal as function of temperature.
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